Introduction {#s1}
============

Age-related macular degeneration (AMD) is a leading cause of irreversible vision loss.^[@i2164-2591-6-4-7-b01][@i2164-2591-6-4-7-b02]--[@i2164-2591-6-4-7-b03]^ In order to reduce the burden of late AMD, novel interventions that stop or delay progression from intermediate to late AMD are needed.

With the development of high-resolution imaging, an improved detection and monitoring of structural changes in different retinal diseases, including AMD, has become possible.^[@i2164-2591-6-4-7-b04][@i2164-2591-6-4-7-b05]--[@i2164-2591-6-4-7-b06]^ Although retinal imaging appears to be an important tool for the assessment of efficacy and safety of new therapeutic interventions, there is an unmet need for robust, reliable, and meaningful tests that allow the direct assessment of functional impairment and that are also accepted by regulatory agencies, health technology assessment bodies, and payers.

The gold standard for functional testing in clinical studies is the assessment of best-corrected central visual acuity (BCVA).^[@i2164-2591-6-4-7-b07],\ [@i2164-2591-6-4-7-b08]^ Obviously, BCVA does not reflect the complete visual function. In nonexudative AMD, BCVA is considered to be particularly insensitive to both early visual impairment and progressive decline in visual function over time. This is because visual disabilities under dim light condition, delayed dark adaptation, and paracentral scotomas---due to initial development of photoreceptor degeneration typically outside the central macula ("foveal sparing")---are not captured by BCVA.^[@i2164-2591-6-4-7-b07],\ [@i2164-2591-6-4-7-b09][@i2164-2591-6-4-7-b10][@i2164-2591-6-4-7-b11]--[@i2164-2591-6-4-7-b12]^

Fundus-controlled perimetry (FCP), which allows for precise assessment of retinal sensitivity thresholds at specific retinal areas, represents a potentially attractive tool to assess visual impairment in AMD that may be used in clinical trials to evaluate the efficacy of novel interventions. Previous studies evaluating FCP in AMD patients have reported reduced mesopic sensitivities over drusen, pigmentary changes, or geographic atrophy.^[@i2164-2591-6-4-7-b08],[@i2164-2591-6-4-7-b13]^ Furthermore, using the MP-1S device (Nidek Technologies, Padova, Italy), it has been reported that scotopic dysfunction appeared to occur earlier and to a larger extent as compared to mesopic sensitivity impairment in eyes with AMD.^[@i2164-2591-6-4-7-b14],[@i2164-2591-6-4-7-b15]^ We have recently shown that the presence of reticular drusen is spatially confined to an impairment of scotopic function and associated with outer retinal thinning on spectral-domain optical coherence tomography (SD-OCT).^[@i2164-2591-6-4-7-b16]^

Recently, another FCP device for scotopic testing of retinal sensitivity, the S-MAIA (Macular Integrity Assessment, S-MAIA; CenterVue, Padova, Italy) has been introduced. This instrument allows for mesopic testing with achromatic stimuli as well as dark-adapted two-color scotopic perimetry with cyan (505 nm) and red (627 nm) stimuli.^[@i2164-2591-6-4-7-b17]^ Early data confirmed the assumption that scotopic cyan testing is largely derived from rod photoreceptor-mediated function while scotopic red testing stimulates both the cone-mediated and the rod-mediated responses.^[@i2164-2591-6-4-7-b18]^ In patients with glaucoma, different visual field instruments (MAIA, MP-3, and Humphrey field analyzer) revealed similar structure--function relationships.^[@i2164-2591-6-4-7-b19]^

While particularly scotopic as compared to mesopic FCP appears to be meaningful in AMD patients, the assessment of scotopic function is obviously more complex and time-consuming, requires dark adaptation and a completely darkened room, and is more prone to confounding factors. Under these circumstances, it is of interest, beyond the pure technical setup and settings, to gain further knowledge of the practical application and possible differences between the two commercially available FCP systems to be used in the context of larger prospective clinical studies in AMD.

The aim of this pilot study was to compare the MP1-S and the S-MAIA system in eyes with AMD with regard to examination duration, fixation stability, and threshold values.

Methods {#s2}
=======

Subjects {#s2a}
--------

Participants were recruited from the outpatient clinics at the Department of Ophthalmology, University of Bonn, Germany. Informed written consent was obtained from each subject after explanation of the nature and possible consequences of participating in retinal imaging research and functional testing. The study followed the tenets of the Declaration of Helsinki and was approved by the local ethics committee (Ethik-Kommission, Medizinische Fakultät, Rheinische Friedrich-Wilhelms-Universität; Lfd. Nr. 125/14 and Nr. 191/16).

One eye per subject was included in the study. For inclusion, the study eye had to be diagnosed with AMD (according to the classification system by Ferris et al.)^[@i2164-2591-6-4-7-b20]^ and a minimum BCVA of 0.1 logMAR (Snellen 0.8). Only eyes with clear media to allow central visual function testing and retinal imaging were enrolled in the study. Exclusion criteria were refractive errors \>5.00 diopters of spherical equivalent and \>1.50 diopters of astigmatism, as well as history of glaucoma, retinal diseases other than AMD, uveitis, diabetes, history of intravitreal injections within the last 3 months, prior enrollment, or any history of prior vitreoretinal surgery and retinal laser treatment. If both eyes met the inclusion criteria, the better seeing eye was assigned as the study eye.

All subjects underwent a complete ophthalmological examination, including BCVA, slit-lamp examination, and fundoscopy. In addition, imaging and functional tests were performed.

Imaging Protocol {#s2b}
----------------

Retinal imaging was performed according to standardized operating procedures. After dilation of the pupils with 1.0% tropicamide and 2.5% phenylephrine, color fundus camera photography of the central macula was obtained using the Visucam 500 (Carl Zeiss Meditec AG, Jena, Germany). High-speed combined and simultaneous confocal scanning laser ophthalmoscopy (cSLO) and SD-OCT imaging (768 × 768 pixel) was performed with the Spectralis HRA+OCT (Heidelberg Engineering, Heidelberg, Germany) device and included the acquisition of central 30° × 30° near-infrared reflectance (IR; λ = 820 nm, ART \[automatic real time\] at least 15 frames) and fundus autofluorescence (FAF; excitation λ = 488 nm, emission λ = 500--800 nm, at least 15 frames) images. In addition, single-horizontal and vertical combined cSLO+SD-OCT scans through the fovea (30°, ART at least 15 scans) and a raster scan (30° × 25°, ART at least four frames, 61 B-scans, distance 120 μm) were recorded.

Fundus-Controlled Perimetry {#s2c}
---------------------------

All subjects underwent mesopic and scotopic FCP examinations of the central retina in the study eye following pupil dilatation using both the MP-1S device (Nidek Technologies) and the modified Macular Integrity Assessment device (S-MAIA, CenterVue).^[@i2164-2591-6-4-7-b22]^ Examinations were split into two different visits; that is, subjects underwent MP-1S and S-MAIA exams on 2 different days. Prior to testing, instructions regarding the testing procedure were given, and the correct operation of the subject response trigger was practiced. For both devices, the same main test grid of 56 stimulus points, centered on the fovea, was used. The specific settings for both devices and the protocols for all types of functional testing have been described previously and are listed in [Table 1](#i2164-2591-6-4-7-t01){ref-type="table"}.^[@i2164-2591-6-4-7-b08],[@i2164-2591-6-4-7-b15],[@i2164-2591-6-4-7-b17],[@i2164-2591-6-4-7-b21],[@i2164-2591-6-4-7-b22]^ Briefly, FCP using the MP-1S device started with mesopic testing under light-adapted conditions, followed by dark adaptation of 30 minutes, the filter selection exam, and finally two consecutive scotopic tests. Only eyes with the 2.0 neutral density filter and a difference between the total mean values of both scotopic assessments ≤3 dB were included for the additional testing with the S-MAIA device. In addition, only subjects with an exceptional motivation were chosen.

###### 

Specific Settings for Both Fundus-Controlled Perimetry Devices

![](i2164-2591-6-4-7-t01)

Fundus-controlled perimetry using the modified S-MAIA device also started mesopic testing under light-adapted conditions, followed by dark adaptation of 30 minutes, then scotopic cyan, and finally scotopic red testing using the same previously mentioned grid.

Statistical Analysis {#s2d}
--------------------

Statistical analysis included frequency and descriptive statistics. Results for BCVA were converted to the logMAR equivalent.^[@i2164-2591-6-4-7-b23]^ Test duration and fixation data were recorded during all perimetry sessions and manually entered into Excel (Microsoft, Bellevue, WA). Fixation data was summarized as single overall measure by calculating the area of an ellipse that encompasses 63% of the fixation points (bivariate contour ellipse area \[BCEA\], 63%).^[@i2164-2591-6-4-7-b21]^ Bivariate contour ellipse area values were log transformed to obtain normally distributed data. Pearson\'s correlation coefficient was used to determine the correlation of the fixation assessment among the two devices.

The threshold values of mesopic and scotopic examinations for both devices were evaluated and compared to each other. Firstly, the mean values of all 56 threshold values were separately calculated per eye. Secondly, due to the fact that drusen and other AMD-related changes are mostly found within the central 4° whereas the periphery is often spared, the central 16 stimulus points were compared to the 40 peripheral stimulus points.^[@i2164-2591-6-4-7-b24]^ Thirdly, in order to evaluate the number of stimulus points reaching the border area of the sensitivity range (floor and ceiling effects), the number of test points within the upper and lower 4 dB of the sensitivity range were counted for each eye. Finally, the absolute retinal sensitivity values at each stimulus location for mesopic testing of the two systems were directly compared by subtracting 4 dB of each individual threshold value of S-MAIA testing. This correction was based on the previous report by Vujosevic and Casciano^[@i2164-2591-6-4-7-b17]^ who have reported that the intensity scale (differential luminance) was approximately 4 dB higher for the S-MAIA as compared to the MP-1S.

Results {#s3}
=======

Eleven eyes of 11 patients (six men and five women) were included. The median age was 74.4 years (interquartile range \[IQR\] \[67;79\], range 59--86). The median visual acuity was 0.0 logMAR (IQR 0.0--0.1, range 0.0--0.1; Snellen 1.0--0.8). According to the AMD classification system proposed by Ferris et al.,^[@i2164-2591-6-4-7-b20]^ nine eyes were classified as intermediate AMD and two eyes as late AMD (both inactive extrafoveal choroidal neovascularization, i.e., outside the central subfield of the Early Treatment in Diabetes Retinopathy Study \[ETDRS\] grid). Five eyes were pseudophakic and six phakic, respectively.

The difference in the median duration of testing between both devices (24.0 minutes, IQR \[23;26\], range 19--30) for the MP1-S device (mesopic, filter test, and scotopic examination) and a median of 25.4 minutes (IQR \[24;26\], range 22--27) for the S-MAIA device (mesopic, scotopic cyan, scotopic red examination) was not statistically significant (for details see [Fig. 1](#i2164-2591-6-4-7-f01){ref-type="fig"}; *P* = 0.328). The results of the fixation assessment (63% BCEA) were correlated for different types of testing between the two devices ([Table 2](#i2164-2591-6-4-7-t02){ref-type="table"}) and showed similar results for both devices.

![Test duration for the MP-1S device (total time, mesopic, filter test, and scotopic examination) and the S-MAIA device (total time, mesopic, scotopic cyan, and scotopic red examination).](i2164-2591-6-4-7-f01){#i2164-2591-6-4-7-f01}

###### 

Results of the Fixation Assessment

![](i2164-2591-6-4-7-t02)

The median mesopic sensitivity was 17.2 dB (IQR \[16;17\], range 13--18), using the MP-1S and 22.7 dB (IQR \[22;24\], range 20--24; *P* = 0.003) using the S-MAIA. The median sensitivities for the first scotopic examination of the MP-1S (15.1 dB; IQR \[14;15\], range 12--17) was higher than the median sensitivity for the scotopic examinations of the S-MAIA device (scotopic cyan: 10.0 dB; IQR \[9;11\], range 7--13; scotopic red: 9.3 dB; IQR \[8;10\], range 5--11) (both *P* = 0.003). [Figure 2](#i2164-2591-6-4-7-f02){ref-type="fig"} and [3](#i2164-2591-6-4-7-f03){ref-type="fig"} show representative examples.

![A representative example of the FCP of a patient with drusen in the central macula (color image *upper right*, *upper left* MP-1S mesopic, *lower left* S-MAIA mesopic, *upper middle* MP-1S scotopic, *lower middle* and *right* S-MAIA scotopic cyan and red).](i2164-2591-6-4-7-f02){#i2164-2591-6-4-7-f02}

![A representative example of FCP of a patient with confluent drusen and pigmentary changes (color image *upper right*, *upper left* MP-1S mesopic, *lower left* S-MAIA mesopic, *upper middle* MP-1S scotopic, *lower middle* and *right* S-MAIA scotopic cyan and red).](i2164-2591-6-4-7-f03){#i2164-2591-6-4-7-f03}

For both devices, no significant differences were found for mesopic testing between central and peripheral stimulus points ([Fig. 4](#i2164-2591-6-4-7-f04){ref-type="fig"}, left, MP-1S: *P* = 0.268; S-MAIA *P* = 0.328). Using the MP-1S device, a significant reduction of scotopic sensitivity for central testing (median 12.8 dB; IQR \[11;13\], range 9--14) compared to peripheral analysis (median 16.3 dB; IQR \[15;17\], range 11--18) was found (*P* = 0.004).

![The central and peripheral sensitivity values for mesopic (*left*) and scotopic (*right*) testing.](i2164-2591-6-4-7-f04){#i2164-2591-6-4-7-f04}

For the scotopic cyan and red examinations of the S-MAIA device ([Fig. 4](#i2164-2591-6-4-7-f04){ref-type="fig"}, right), no significant differences between central and peripheral locations were found, respectively (*P* = 0.248 and *P* = 0.182).

The analysis for ceiling effects revealed that the upper 4 dB of the dynamic range was frequently reached for mesopic testing with the MP-1S device (median 34 stimulus points, IQR \[28;35\], range 10--40) ([Fig. 5](#i2164-2591-6-4-7-f05){ref-type="fig"}, left). By contrast, mesopic testing using the S-MAIA device did not show any stimulus point at the upper 4 dB of the dynamic range (e.g., no point with a value of 33--36 dB). For scotopic testing with both devices, there were only very few points in individual eyes reaching the upper 4 dB of the dynamic range (i.e., only 1--2 stimulus points showed a sensitivity value of 17--20).

![Both devices (MP-1S and S-MAIA) are susceptible to ceiling (*left*) and floor (*right*) effects for different types of mesopic and scotopic testing.](i2164-2591-6-4-7-f05){#i2164-2591-6-4-7-f05}

The analysis for floor effects disclosed that the lower 4 dB of the dynamic range was seldom reached for mesopic testing for both devices (MP-1S: median 0 stimulus points, IQR \[0;0\], range 0--6); S-MAIA: median 0 stimulus points (IQR \[0;0\], range 0--2) ([Fig. 5](#i2164-2591-6-4-7-f05){ref-type="fig"}, right). For scotopic testing with the MP-1S, a median of 0 stimulus points (IQR \[0;1.5\], range 0--7) was detected, whereas using the S-MAIA, a median of 3 stimulus points (IQR \[0;6\], range 0--8) was seen for scotopic cyan and a median of 2 stimulus points (IQR \[0.5;8\], range 0--13) was found for scotopic red testing.

The direct comparison of absolute sensitivity values for mesopic testing of each stimulus location between both systems by the subtraction of 4 dB for each stimulus of the S-MAIA assessment (according to Vujosevic and Casciano^[@i2164-2591-6-4-7-b17]^) disclosed a median difference of −2.0 dB (IQR \[−4;0\], range −14 to 6).

Discussion {#s4}
==========

The results of this study suggest that both robust testing of both mesopic and scotopic FCP is well feasible with both systems in eyes with AMD and good visual acuity.

Beyond the differences in the technical setup, the variability of the overall sensitivity values and sensitivity ranges for different types of testing indicate that not only the direct comparison of threshold values between the two systems are limited. Further, these findings suggest that the devices are susceptible to floor and ceiling effects to different degrees. In this context, sensitivity values within the upper limit of the dynamic range were particularly evident and occurred in every eye with mesopic testing using the MP-1S device. This observation confirms that the MP-1S system is not able to reliably detect slight reductions in mesopic retinal function while the likelihood for ceiling effects with the S-MAIA system for mesopic function appears to be negligible, given the median sensitivity of 22.7 dB (maximum 24 dB) and the upper limit of 36 dB.^[@i2164-2591-6-4-7-b08],[@i2164-2591-6-4-7-b15],[@i2164-2591-6-4-7-b25]^ The advantage of an increased dynamic range of the mesopic S-MAIA was already noticed by Parodi et al.^[@i2164-2591-6-4-7-b26]^ in patients with retinal dystrophies.

The lower end of the dynamic range for scotopic function tended to be more often reached by both scotopic cyan and scotopic red testing of the S-MAIA device as compared to scotopic testing of the MP-1S. For the latter, only a few points were within the lower range of 4 dB. However, it must be noted that MP-1S scotopic testing initially involved a filter selection exam and only eyes with the 2.0 neutral density filter were included. Therefore, the limited dynamic range, particularly for scotopic testing, remains a major limitation for both devices. We believe that it will be of great benefit if further developments of the S-MAIA device would lead to an extension toward the lower thresholds for stimulus intensities.

The median difference for individual mesopic threshold values of the MP-1S was approximately 2 dB lower than those of the S-MAIA, which is in the range of the approximate individual difference of 4 dB for stimuli intensities as reported by Vujosevic and Casciano.^[@i2164-2591-6-4-7-b17]^ This finding suggests that individual threshold values for mesopic testing between the two systems can be roughly compared to each other in AMD eyes, provided floor and ceiling effects are considered (i.e., values close to the upper and lower dynamic range require particular attention). For scotopic testing, already due to the predefined difference in stimuli size, such a mathematical correction appears not to be reasonable. As previously recommended, follow-up examinations should be performed by the same FCP device.^[@i2164-2591-6-4-7-b27]^

Interestingly, only the scotopic testing of the MP-1S revealed a significant reduction in overall sensitivity for the central stimulus points, which are mostly affected by AMD changes compared to the peripheral stimulus points that represent most often an unaffected retina. Only slight changes were found for mesopic testing. Along with the observation that such differences were not indicated by S-MAIA testing, we would be reluctant to interpret that the MP-1S findings clearly suggested that rod function would be more severely affected as compared to cone function in the central macula. Another possible explanation for this difference in scotopic and mesopic function between central and peripheral retinal locations could be caused by the limited dynamic range toward the upper limit for mesopic testing of the MP1-S. Of note, this pilot study was not designed to topographically correlate changes in retinal sensitivity to structural alterations as detected by retinal imaging in eyes with AMD.

The test duration with an average of 24 to 25 minutes (excluding the time of dark adaptation) was comparable to previous reports that used either one of the two devices.^[@i2164-2591-6-4-7-b15],[@i2164-2591-6-4-7-b25]^ Although FCP is time-consuming, the current study demonstrates that this functional assessment may be used in clinical trials. However, for the S-MAIA device, two different scotopic testings were performed, which offers the potential advantage to better differentiate between cone and rod function by employing both cyan and red scotopic testing. For scotopic MP-1S testing, the use of different neutral density filters--depending on the overall scotopic retinal sensitivity of individual eyes as determined by the initial filter selection exam--represents a disadvantage. We are not aware of any reliable and meaningful method to mathematically correct and then compare test results of individual threshold values that have been determined using different neutral density filters.

Both devices yielded similar results with regard to fixation stability as shown by the strong correlation of the BCEA measurements. However, the size of the fixation target differed between the S-MAIA (1° diameter) and the MP1-S (1.5° diameter). The difference in size of the fixation target most likely explains the small differences in the BCEA measurements. Indeed, Bellmann and coworkers^[@i2164-2591-6-4-7-b28]^ have demonstrated previously that fixation stability is dependent on the type of fixation target.

Only a relatively small number of subjects were included in this pilot study. As only patients with good BCVA (median logMAR 0.0) were included in the study, this study cannot indicate if additional differences between the two devices might occur in patients with worse BCVA. However, testing with both systems was considerably time-consuming and required exceptional patient motivation. While we cannot exclude that the results of this study might have been different if other settings had been chosen, most of these factors were not modifiable by the operator. Overall, we believe that this pilot study is helpful for the design of future large-scale studies in AMD patients looking at more detail in impairment of both mesopic and scotopic FCP.

In summary, herein we compared two different commercially available FCP systems that allow for both mesopic and scotopic retinal sensitivity testing of eyes with AMD. Differences in sensitivity values and major challenges concerning the sensitivity ranges resulting in ceiling and floor effects were demonstrated. Examination time and fixation stability were similar with both devices. The utility of dark-adapted two-color perimetry in other macular diseases remains to be shown. Of note, Fraser and coworkers^[@i2164-2591-6-4-7-b29]^ recently reported with another device that the cyan--red difference might represent a relevant biomarker in the context of age-related macular disease. Future hardware and software updates of both devices might become available and improve the performance so that functional results may get an outcome measure in future clinical trials.
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